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SUMMARY 


Direct  measurements  of  the  ultrasound  travel  time  has  been 
chosen  as  a means  for  using  the  acousto-elastic  effect  in 
measuring  tensions  in  fasteners.  It  has  been  demonstrated  under 
laboratory  conditions  that  it  is  possible  to  torque  fasteners 
to  within  five  percent  of  preload  specifications.  It  has  further 
been  shown  that  accuracy  potentials  approaching  2 or  3 percent 
are  possible  if  the  effects  of  such  observables  as  relaxation 
phenomena,  non-uniform  stress  distributions,  and  thermal  related 
variations  are  fully  understood.  Geometry  related  factors  such 
as  surface  roughness  and  curved  or  non-parallel  fastener  ends 
are  assumed  to  be  factors  that  can  be  accounted  for  by  tightening 
procurement  specifications  on  critical  fasteners. 

The  computer  controlled  prototype  system  described  in  this 
report  and  in  an  accompanying  process  specification  includes  a 
PDP  11/03  digital  computer,  a software  control  algorithm,  and 
input/output  interfaces  needed  to  control  a Thor  air  impact  wrench. 
The  ultrasonics  system  uses  a Metrotec  P203  pulser  module  with  a 
remote  FET  preamplifier  for  low  noise  signal  conditioning.  Signal 
processing  and  timing  is  accomplished  with  a specially  designed 
electronics  system,  which  generates  a start  timing  pulse  upon 
detection  of  a first  ultrasonic  back  surface  echo  and  a stop  timing 
pulse  upon  detection  of  the  second  back  surface  echo.  Time  interval 
counting  is  performed  in  a HP  5345A  time  interval  counter  which 
transfers  the  measured  time  over  a GPIB  interface  to  the  micro- 
computer . 

The  results  from  special  supporting  tasks  involving  (1)  proto- 
type calibration,  (2)  non  uniform  tension  in  fasteners,  (3) 
fastener  properties,  (4)  temperature  effects,  and  (5)  pulse  shape 
effects  are  presented  in  included  appendexes. 
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SECTION  I 
INTRODUCTION 


Structural  mechanical  fasteners  must  be  installed  with  a 
designated  tensile  preload  in  order  to  function  in  a predict- 
able manner  over  the  anticipated  design  lifetime.  Current  manu- 
facturing procedures  for  airframe  structure  calls  for  the  torque 
controlled  installation  of  fasteners  in  virtually  all  areas 
where  preload  is  important.  Whether  the  fastener  is  wrenched 
manually  to  a specific  torque  value  or  a torque-sensitive  collar 
fails  in  shear  to  halt  the  advance  of  a powered  wrench,  the 
frictional  components  of  the  torque  value  vary  considerably  and 
can  lead  to  preload  variations  of  +20%  (some  authors  report 
+200%  variations  Ref.  1).  The  objective  of  this  project  was  to 
establish  a prototype  automatic  fastener  installation  system 
which  will  permit  consol  of  clamp  up  within  +5%  of  any  specified 
preload  value  in  bolt>  v.  '.sioned  in  the  elastic  region.  Accom- 
plishment of  this  objective  will  permit  the  achievement  of  con- 
sistent and  accurate  uniform  preload  in  mechanical  fastened 
joints,  thus  permitting  designers  to  take  full  advantage  of 
material  strength  in  specifying  fastener  size,  type,  and  spacing. 

The  failure  of  improperly  torqued  fasteners  is  the  principle 
failure  mode  in  critical  aircraft  structures.  This  fact  is 
adequately  demonstrated  by  failure  mechanism  data  on  a wing  carry 
through  box  that  was  fatigue  tested  through  four  simulated  service 
lives.  A graphical  representation  of  these  data  (Figure  1)  shows 
that  82,5  percent  of  the  failures  detected  were  fastener  related 
perhaps  due  to  improper  fastener  preloading. 

This  is  the  final  report  on  the  results  of  a two-year  program 
that  was  sponsored  by  the  United  States  Air  Force  to  assemble,  call 
brate  and  test  the  requisite  automatic  fastener  installation  system 
During  this  program,  a computer  controlled  torque  wrench  was 
operated  by  utilizing  the  acousto-elastic  change  in  ultrasound 
travel  time  through  a fastener  in  directly  measuring  the  clamping 
force.  The  change  in  sound  travel  time  proved  to  be  linearly 
proportional  to  the  clamping  force  within  one  percent  over  the 
elastic  region  for  steel,  titanium,  and  aluminum  fasteners. 

Clamp  up  accuracies  better  than  +5%  were  observed  during  the  cali- 
bration program.  It  is  likely  that  2 or  3 percent  accuracies  will 
eventually  be  achievable  through  future  improvements  in  this  system 
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Figure  1.  Failure  Mechanisms  Observed  During  Fatigue  Testing  cl  an  Aircraft  Wiug-Carry-Tttru-Biu 


The  acousto-elastic  fastener  preload  indicator  (shown  in 
Figure  2)  has  a computer  control  system  to  monitor  the  travel 
time  of  20  megahertz  ultrasound  through  a fastener  in  real  time 
as  the  fastener  is  being  torqued.  When  the  change  in  travel 
time  reaches  a magnitude  which  corresponds  to  the  desired  fastener 
tension,  the  computer  inactivates  the  torque  wrench  then  displays 
the  torque  and  tension  achieved.  Prior  to  reactivating  the  torque 
wrench  the  system  checks  for  good  acoustic  coupling,  checks  for 
faulty  fasteners,  and  verifies  that  the  correct  fastener  length 
and  bolt  material  are  being  used.  The  overall  system  is  capable 
of  expansion  to  multiple  wrench  station  operation  and  is  designed 
around  a PDP  11/03  digital  computer  interfaced  to  control  a Thor 
torque  wrench  that  has  an  ultrasonic  transducer  built  into  its 
drive  spindle.  An  electronic  system  designed  and  built  by 
General  Dynamics  performs  timing,  signal  amplification,  gain 
stabilization,  and  pulse  shaping  required  to  start  and  stop  a 
Hewlett  Packard  time  interval  counter  which  delivers  ultrasound 
travel  times  to  the  PDP  11/03  computer.  Computer  software  for  the 
control  system  is  written  in  DEC  basic  with  linkable  assembly 
language  subroutines  for  input/output  control.  The  system  is 
designed  so  that  the  decision  to  issue  each  torque  wrench  impact 
is  made  by  the  computer  control  algorithm  as  a special  precaution 
against  over-loading  fasteners. 
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Figure  2.  Acousto-Elastic  Fastener  Preload  Indicator  System 


SECTION  II 


CONCEPT  REALIZATION 


The  higher  order  Lame’  and  Murnaghan  elastic  constants 
produce  the  so  called  acousto-elastic  effect.  The  acousto- 
elastic effect  is  a phenomena  through  which  the  velocity  of 
sound  in  a material  increases  when  the  material  is  placed 
under  compression  and  slows  down  when  the  material  is  placed 
under  tension.  Analytically,  the  velocity  of  sound  in  the 
direction  of  the  applied  stress  is  given  by 

V " VoV  1 3K  (2  A + X ) [ (10 /i  +4X  +4m)+X+2l]  (1) 


where  v0  = velocity  of  sound  with  no  stress  (cm/sec) 
S = stress  (dynes/cm^) 

K = compressibility  (dynes/cm2) 

/<,X  * Lame'  constants 
l,m  “ Murnaghan  constants 


It  can  be  shown  that  if  a rod  of  length  L is  placed  under 
uniform  tension  S and  the  acoustical  travel  time  of  an  ultra- 
sonic beam  traveling  a distance  2L  is  measured,  then  the  travel 
time  is  reduced  by  an  amount 


AT  - | S 


(2) 


where  M * 


(m  + X)  (10  h -f4X+4TO)  (X+21)  . 1 

Mc'l&Tu) + &Kltte)+  Y 


v0  " velocity  of  sound  without  a load  applied 
Y « Young's  Modulus 


It  has  been  verified  through  a comprehensive  calibration  program 
that  AT  is  linearly  proportional  to  tension  S to  within  one 
percent  and  that  the  material  constant  is  determined  only  by  the 
elastic  constants  and  is  not  dependent  upon  the  tension  applied 
to  a rod  nor  to  the  fastener  geometry. 
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The  calibration  study  (Appendix  A)  provided  the  values 
for  M in  steel  and  titanium  fasteners  that  are  given  in  Table 
1 and  which  were  determined  to  a standard  deviation  of  about 
5 percent.  It  has  been  shown  empirically  that  one  can  replace 
L with  8 + .6D  (where  S is  the  clamping  grip  length  of  a fastener 
and  D is  the  fastener  diameter)  and  obtain  an  equation 

AT  = ~^6D  S (3) 

which  relates  AT  to  the  average  tension  S along  the  centerline 
of  a fastener  with  an  accuracy  of  5 percent  or  better. 

The  fastener  preload  indicator  described  in  this  report 
consists  of  a digital  computer  utilizing  the  relationship  in 
equation  3 to  cut  off  a Thor  torque  wrench  when  the  desired  AT 
has  been  achieved  during  the  torquing  of  a fastener. 


TABLE  1 

VALUES  FOR  THE  MATERIAL  CONSTANTS  OBTAINED  DURING  THE 
CALIBRATION  PHASE  OF  THE  DEVELOPMENT  OF  THE  FASTENER 
PRELOAD  INDICATOR. 


Material 

— 
Value  for  M (Cgs  Units) 

Steel  160  ksi 
Steel  220  ksi 
Steel  260  ksi 
Steel  Mixed 
Titanium 

- 1.71  + .05  x 10J-7 

- 1.70  + .06  x 1017 

- 1.66  + .07  x 1017 

- 1.71  + .06  x 1017 

- 1.41  + .09  x 1017 

The  details  of  the  calibration  program  which  produced  the 
material  constants  listed  in  Table  1 are  given  in  Appendix  A. 

The  empirical  parameter  (.6D  in  equation  3)  was  derived  as  a 
result  of  a finite  elements  study  of  non  uniform  tensions  in 
loaded  fasteners.  The  justification  for  the  empirical  parameter 
la  given  in  Appendix  B. 
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SECTION  III 


PROTOTYPE  ACOUSTO-ELASTIC  WRENCH  SYSTEM 


A block  diagram  of  the  fastener  preload  indicator  system 
(Figure  3)  shows  a PDP  11/03  computer  controlling  a Thor  torque 
wrench  in  use;  the  computer  monitor  asks  the  operator  what  bolt 
material,  length,  diameter,  grip  length,  and  load  level  are 
required.  This  is  input  on  the  console  keyboard  and  displayed 
on  a graphics  terminal  monitor  for  verification.  The  torque 
wrench  is  applied  to  the  fastener  and  the  computer  tests  for 
adequate  acoustical  coupling  then  verifies  that  the  material  and 
fastener  length  are  correct.  It  then  computes  the  AT  in  ultra- 
sonic travel  time  required  to  achieve  the  desired  tension.  If 
the  acoustical  coupling  remains  good,  the  torque  wrench  operates 
in  a nut  runner  mode  until  a change  in  ultrasonic  travel  time  is 
detected.  At  that  time,  the  system  goes  into  a pulsed  driven 
mode  where  the  travel  time  is  checked  for  the  desired  tension 
before  the  computer  issues  the  next  impulse  command.  As  soon  as 
the  desired  AT  has  been  achieved,  the  computer  ceases  to  issue 
impulse  commands  then  computes  and  displays  the  tension  level 
achieved. 

The  system  is  equipped  with  a safety  override  which  monitors 
the  torque  and  ultrasonic  travel  time  in  order  to  terminate 
torquing  when  the  elastic  limit  is  reached.  An  alternate  torque- 
cut-off  mode  of  operation  is  provided  for  situations  where  the 
computer  senses  problem^  with  the  ultrasonic  system  yet  where  it 
is  still  necessary  to  tension  the  fastener  by  the  best  alternate 
method. 

The  computer  is  interfaced  with  a calibrated  pressure  washer 
(described  later)  which  makes  it  possible  to  verify  the  accuracy 
of  the  system . The  computer  can  also  measure  the  material 
constant  m during  another  calibration  mode  and  verify  that  it  is 
statistically  comparable  to  the  average  value  accumulated  in  mass 
memory.  The  material  constant  M is  used  to  determine  what  value 
of  AT  is  required  to  achieve  a design  fastener  preload  tension 
from  equation  3 above. 
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Figure  3.  Block  Diagram  of  the  Fastener  Preload  Indicator  System 
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SECTION  IV 
MODES  OF  OPERATION 


Four  operating  modes  are  being  provided  by  operator 
choice.  They  are  (1)  a calibration  mode  whereby  wrench  cut- 
off can  be  tested  against  a calibration  standard,  (2)  the 
acousto-elastic  ultrasonic  mode  in  which  torquing  is  cut- 
off by  the  fastener  preload  indicator  unit,  and  (3)  a computer 
adaptation  of  the  conventional  Thor  control  unit  whereby 
torquing  can  be  stopped  by  a torque  or  elastic  limit  sensor. 

The  wrench  system  therefore  provides  a special  backup  capability 
so  the  torque  wrench  can  be  operated  in  the  manual  mode  as 
needed.  Modes  of  operation  are  as  follows: 

4.1  Calibration  Modes 

Properly  operating,  this  system  does  not  require  calibration. 
Equation  3 (above)  has  to  be  satisfied.  It  is  necessary,  however, 
to  provide  a means  for  testing  that  the  ultrasonic  and  timing 
circuitry  is  properly  operating.  Further,  a means  must  be  pro- 
vided for  measuring  new  material  constants  or  non-uniform  tension 
factors  a . The  latter  measurements  would  most  properly  be 
performed  under  laboratory  conditions. 


4.1,1  Cut-off  Checks 

A calibration  check  can  be  made  in  either  an  ultrasonic  or 
torque  mode  of  operation  and  will  provide  the  operator  with  a 
readout  of  the  peak  tension  applied  to  a calibrated  pressure 
washer.  This  can  be  compared  to  the  acousto-elastically  measured 
tension  or  with  the  cut-off  torque.  In  either  case,  a few 
repeated  cut-off  checks  can  be  used  to  measure  the  stability  of 
the  cut-off  threshold  and  assure  proper  operation  of  the  system. 


4.1.2  Measuring  New  Material  Constants 

Often  it  will  be  necessary  to  tighten  a fastener  made  from 
a different  alloy  or  to  tighten  a fastener  under  some  temperature 
extreme.  In  either  case  it  will  be  necessary  to  measure  the 
material  constant. 
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The  computer  logic  for  measuring  and  computing  a new 
material  constant  is  shown  in  Figure  4.  The  calibration 
curve  showing  AT  plotted  against  Pn  is  shown  on  the  graphics 
display.  Under  normal  conditions  the  data  collected  will  be 
linear  with  less  than  one  percent  deviation  from  linearity. 
Nonlinearity  indicates  inelastic  strain  in  a fastener.  After 
50  data  points  are  collected,  the  computer  proceeds  with  the 
computation  of  the  material  constant.  Data  output  include  fast- 
ener length  "L",  fastener  diameter  "D",  Grip  Length,  'V,  initial 
load  travel  time  "To"  and  material  constants  M, 
and  M*.  These  output  data  are  added  to  other  calibration  data 
in  mass  memory  storage. 


4.2  Acousto-Elastic  Ultrasonic  Mode 


The.  operator  selects  the  ultrasonic  mode  from  two  other 
alternatives  calibration  or  torque  modes.  The  following  questions 
appear  on  the  graphics  terminal: 


Bolt  material?  - the  operator 

titanium 

Bolt  length?  - the  operator 
Bolt  diameter?  - the  operator 
Grip  length?  - the  operator 
Tension  desired-  the  operator 


chooses  from  steel,  aluminum  or 

enters  the  bolt  length  L 
enters  the  bolt  diameter  D 
enters  the  grip  length  6 
enters  the  desired  tension  S. 


The  computer  graphics  respond  with  "READY" , The  operator 
then  places  the  torque  wrench  on  the  fastener  and  a ready  light 
comes  on  showing  that  a satisfactory  ultrasonic  signal  is  detected. 
The  computer  computes  the  AT  required  to  obtain  the  desired  stress 
level  from  equation  3.  The  computer  determines  the  no  tension 
ultrasonic  travel  time  and  verifies  that  the  fastener  is  of  proper 
length  and  material.  An  error  message  may  signify  that  something 
is  wrong,  otherwise  the  operator  can  pull  the  trigger  and  the 
computer  issues  an  impact  impulse  to  the  torque  wrench.  After,  the 
impulse  AT  is  measured  and  compared  to  the  AT  computed  from 
equation  3.  The  sequence  of  impulsing,  measuring  AT  and  compar- 
ing to  the  desired  AT  continues  until  the  desired  AT  has  been 
achieved  or  slightly  exceeded.  The  computer  then  keeps  the  air 
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flow  solenoid  closed,  displays  the  tension  achieved,  and 
allows  the  operator  to  either  torque  another  identical 
parameter,  change  bolt  geometry,  or  select  another  mode  of 
operation. 


4.3  Conventional  Torque  Modes 

When  the  torque  mode  is  selected,  the  computer  requires 
that  the  operator  enter  either  the  cut-off  torque  required  or 
that  the  elastic  limit  cut-off  be  used.  After  each  impulse, 
the  computer  reads  the  torque  from  the  Thor  torque  transducer 
and  sequentially  issues  succeeding  impulses  until  the  desired 
torque  has  been  equaled  or  exceeded.  The  torque  achieved  at 
cut-off  is  displayed  to  the  operator.  If  the  elastic  limit 
cut-off  is  used,  the  torque  wrench  is  stopped  whenever  the 
increase  in  torque  per  impulse  begins  declining.  This  non- 
linear behavior  is  an  indication  of  inelastic  strain. 


SECTION  V 


DISCUSSION 


Seventy- four  steel  fasteners,  22  titanium  fasteners,  and 
over  100  threaded-rod  stock  specimens  were  tested  (Appendix  C) 
in  a calibration  program  (Appendix  A)  to  measure  the  material 
constant  and  observe  its  dependence  upon  stress,  fastener  geometry, 
and  temperature.  It  was  shown,  as  documented  in  Appendix  A, 
that  the  material  constants  of  all  specimens  tested  were  independent 
of  the  stress  applied.  It  was  further  shown,  as  expected,  that 
material  constants  for  different  materials  (e.g.,  titanium,  steel, 
aluminum,  copper,  and  molybdenum)  were  signif icatnly  different  but 
that  the  material  constants  for  different  heat  treatment  conditions 
in  steel  were  the  same  within  the  accuracy  of  the  measurements  made. 

It  was  found  that  non-uniform  stresses  within  fasteners  that 
tend  to  concentrate  near  the  fastener  head  cause  an  apparent 
variation  of  the  material  constant  with  the  grip-length  to  fastener- 
diameter,  S/D,  ratio.  This  variation  was  eliminated,  as  shown  in 
Appendix  B,  through  a comprehensive  finite-element  study.  It  was 
found  that  the  variation  could  be  removed  by  introduction  of  an 
empirical  parameter  a,  shown  in  equation  3 as  .6.  A 5%  variation 
in  material  constants  persisted  and  was  concluded  to  be  caused  by 
temperature-dependence  effects,  which  need  to  be  calibrated  for. 

Such  a calibration  to  show  the  dependence  of  the  material  constants 
upon  temperature  should  be  performed  in  order  to  achieve  a potential 
accuracy  of  IX  or  2X  in  preloading  fasteners  t>y  the  acousto-elastic 
effect . 

Fasteners  having  safety  wire  holes,  internal  flaws,  cr  any 
surface  feature  that  diffuses  a beam  of  ultrasound  cannot  be 
preloaded  ultrasonically  to  within  57,  of  the  desired  preload.  This 
new  level  of  quality  in  critical  tension  fasteners  is  consistent 
with  their  role  of  holding  critical  aircraft  structures  together. 

Out  of  the  200  or  300  critical- load-bearing  fasteners  that  will  be 
used  on  the  wing  root  section,  fuselage  mating  joints,  landing  gear 
mounting,  vertical- tail  mounting,  or  engine  mounting  of  the  F-16,  it 
is  estimated  that  about  507,  are  flat-head  fasteners,  which  could  be 
acousto-elastically  preloaded.  Most  of  the  remaining  fasteners  could 
be  replaced  by  flat-head  types.  A torque  sensor  backup  mode  of 
operation  is  available  for  emergency  use  or  the  broader  range  of 
fastener  geometry's,  which  have  safety  wire  holes  or  geometrical 
features  which  diffuse  ultrasound. 
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An  error  analysis  study  v>as  performed  to  identify  the 
cause  of  the  five  percent  variation  in  material  constants. 

The  specific  gravities  and  acoustic  velocities  were  measured 
and  found  to  vary  less  than  one  percent  (See  Appendix  C).  It 
was  only  when  the  temperature  dependence  of  sound  velocity 
was  studied  that  an  effect  was  observed  that  could  explain  the 
five  percent  variations  in  M (See  appendix  D). 
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SECTION  VI 
CONCLUSIONS 


This  Air  Force- sponsored  program  has  prepared  the  way  for 
utilizing  the  acousto-elastic  effect  for  setting  preloads  in 
fasteners.  Determination  of  the  important  variables  involved 
and  the  development  of  a functioning  prototype  of  a computer- 
automated  acousto-elastic  fastener-preload  indicator,  documented 
in  this  report,  will  be  useful  to  the  design  of  production  systems. 


Several  important  conclusions  are  derived  from  this  program: 


(1)  One-  or  two-percent  accuracy  in  setting  fastener 
preload  is  feasible  with  a properly  designed  and 
operating  acousto-elastic  system. 


(2)  A simple  analytic  relationship 


AT 


5 4-  <rp 
M 


linearly  relates  the  acousto-elastic  change  in  sound 
travel  time  to  the  average  stress  within  a fastener. 


(3)  The  material  constant  M may  depend  upon  temperature 
but  is  independent  of  stress  applied. 

(4)  The  effects  of  non-uniform  stress  (fastener  geometry) 
can  be  corrected  for  by  selecting  a value  of  that 
minimizes  the  variation  of 


M - 


AT 


Alpha  was  experimentally  determined  to  be  approximately 
.6  for  steel  and  titanium  fasteners  (Appendix  B) . 


(5)  Fasteners  that  are  to  be  acousto-elastically  preloaded 

must  be  free  of  internal  flaws  and  of  the  flat-head  type. 
This  dictates  a level  of  quality  control  that  is  consistent 
with  the  fasteners'  use  in  critical  aircraft  structures. 
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APPENDIX  A 


CALIBRATION  OF  FASTENER  PRELOAD  INDICATOR 


A.l  Conventional  Torquing 

The  specifications  for  torquing  bolts  at  General  Dynamics 
are  very  specific.  The  F-lll  standard  for  torque  values  and 
sealant  applications  in  threaded  fasteners  is  an  example.  The 
referenced  standard  gives  minimum  and  maximum  torques  that  bolts 
of  different  thread  sizes  can  be  pre-stressed  to  and  defines 
drawing  callouts  for  indicating  torquing  specifications. 
Instructions  tell  (1)  how  to  clean  surfaces,  (2)  how  to  apply 
thread  compound,  (3)  what  to  do  if  maximum  torques  are  exceeded, 

(4)  how  to  line  up  cotter  pin  holes,  (5)  how  to  lubricate  washers, 
(6)  how  to  apply  sealants,  (7)  how  to  retorque,  (-8)  what  to  do 
when  torque  values  are  not  specified,  etc. 

The  use  of  a torque  wrench  for  tightening  fasteners  to  a 
specific  design  preload  is  not  straightforward.  Many  variables 
enter  into  the  calibration  of  a torque  wrench.  Even  when  the 
torque  wrench  accurately  shuts  off  at  the  selected  torque,  several 
variables  can  still  produce  20-30  percent  errors  in  pre tensioning 
the  bolt  to  the  desired  preload. 

A simple  experiment  shows  that  bolt  preload  (measured  with 
a calibrated  strain  gage)  is  not  a linear  function  of  the  moment 
applied  by  a torque  wrench.  A .75"  diameter  steel  bolt  was  used 
in  an  experiment  in  which  shear  and  tensile  loads  were  monitored 
in  the  shank  of  the  bolt  while  it  was  being  manually  torqued. 

Three  separate  tests  were  performed  to  determine  (1)  a dry  clean 
nut-bolt  baseline,  (2)  the  effects  of  a washer  under  the  nut,  and 
(3)  the  effects  of  a lubricant  applied  to  the  bolt  threads.  The 
results  in  Figure  A. 0 show  that  none  of  the  curves  relating 
preload  to  the  applied  moment  was  linear.  If  these  data  were  used 
for  calibration,  an  error  as  large  as  30%  might  be  expected  in 
trying  to  produce  a 7.5  ksi  preload  at  a 600  in-lb  torque.  These 
data  are  consistent  with  reported  difficulties  (Ref.  1,  2)  in  using 
torque  wrench  or  other  torque  measuring  devices  for  measuring 
stresses  in  bolts. 
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STRESS  IN  SHANK  OF  BOLT  -psi 


APPLIED  MOMENT  (inch-lbs) 


Figure  A.O  Typical  Calibration  Curves  for  a Conventional  Manual  Torque  Wrench 


Notice  that  the  baseline  curve  in  Figure  A.O  has  an 
increasing  prestress  until  a 300  in- lb  moment  was  reached, 
then  it  was  necessary  to  nearly  double  the  moment  before 
the  bolt  threads  slipped  and  produced  an  over-preload-level 
of  21.3  ksi  at  a torque  of  1160  in- lb.  The  washer  and  the 
lubrication  improved  the  linearity  of  the  pres tress -moment 
graph.  If  this  experiment  were  repeated,  the  exact  results 
would  be  different  but  the  same  conclusion  would  be  drawn 
about  non-linearities  and  errors  in  torquing  to  a specific 
preload. 

Figure  A-l  shows  how  the  shear  stresses  in  the  bolt 
shank  varied  as  the  nut  was  torqued  on  the  steel  bolt.  In- 
sufficient data  were  generated  in  this  experiment  to  establish 
a specific  trend,  but  the  results  do  show  that  the  ratio  of 
shear- to- tensile  loads  in  the  shank  of  a bolt  are  quite 
variable.  Notice  the  exaggerated  shear  at  the  600  in- lb 
moment  where  the  nut  was  slipping  on  the  plate  but  the  threads 
were  seizing. 

NASA  (Ref.  3)  describes  the  uses  of  macrosonics  (high 
intensity  ultrasonics)  to  achieve  shear  strain  relief.  An 
impact  torque  wrench  may  also  achieve  some  shear  stress  relief. 
Sonabond  (Ref.  4)  manufactures  an  ultrasonic  wrench  that  uses 
macrosonics  to  relieve  torsional  stresses  in  a torqued  bolt. 

If  preload  stress  is  to  be  measured  directly,  it  is 
necessary  to  make  the  measurement  in  such  a way  that  the  stored 
shear  energy  does  not  effect  the  measurement.  The  data  in 
Figure  A.i  show  that  the  shear  stress  in  steel  is  sometimes  as 
high  as  10  percent  of  the  axial  stress  in  a bolt  but  on  the 
average  it  ranges  between  5 and  6 percent.  Referring  back  to 
the  baseline  data  presented  in  Figure  A.O,  one  is  faced  with  a 
dilemma.  What  should  be  measured  when  an  increased  torque  fails 
to  linearly  increase  prestress  because  of  stored  shear  energy? 

If,  as  in  the  example,  the  bolt  is  torqued  until  a preload  of 
5.3  ksi  is  indicated  by  an  axial  strain  gauge  and  the  torque 
wrench  is  then  stopped,  the  potential  energy  stored  in  the 
twisted  bolt  can  be  relieved  by  (1)  the  nut  slipping  on  the 
flange  or  (2)  by  the  nut  turning  tighter  on  the  threads.  In 
the  first  case,  the  prestress  might  be  relieved  and  in  the  latter 
case  it  might  be  increased  by  a few  percent. 
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An  experiment  was  performed  to  determine  if  shear 
stresses  might  cause  the  acousto-elastic  change  in  ultrasonic 
travel  time  through  a fastener  to  be  different  for  a torqued 
fastener  than  for  a tension  loaded  fastener.  The  results 
plotted  in  Figure  A. 2 showed  that  for  both  cases  the  cnange 
in  travel  time  was  a linear  function  of  axial  stress  load  and 
that  the  effects  of  shear  stresses  could  not  be  detected.  The 
absence  of  non-linearities  for  the  torqued  fasteners  showed  that 
shear  stress  relaxations  did  not  detectably  change  the  calibra- 
tion curve.  It  was  concluded  that  the  fasteners  preload  indi- 
cator could  be  calibrated  on  a 120  Kip  Baldwin  tensile  testing 
machine. 

A top-of-the-line  pneumatic  torque  wrench  was  demonstrated 
by  vendors  and  cut-off  data  taken  during  the  expert  demonstration 
are  plotted  in  Figure  A. 3.  Data  were  based  on  an  electronically 
controlled  cut-off  that  shut  off  the  air  supply  when  elastic 
limit  loading  was  sensed.  The  tension  was  measured  by  torque 
gage  and  calibrated  pressure  washer  reading  taken  at  cut-off. 

The  arrows  indicate  manufacturer’s  specifications  a3  to  expected 
cut-off  accuracies.  Although  a linear  relationship  between  torque 
and  tension  within  the  shaded  area  might  be  desired,  data  were 
scattered.  This  scatter  is  consistent  with  the  results  presented 
in  Figure  A.0. 


A. 2 Search  for  Suitable  Prototype 

Data  files  were  collected  on  at  least  16  different  thickness 
gages  ( See  Bibliography  ) and  some  of  the  most  promising  candidates 
were  tested.  One  of  the  systems  tested  is  shown  in  Figure  A. 4 
(Bibliography  listing  #14).  The  calibration  curve  for  the  ultra- 
sonic stress  gauge  in  Figure  A. 5 shows  that  there  was  a tendency 
for  linearity  between  AT  and  applied  load  but  the  spread  in 
data  was  appreciable.  The  source  of  the  trouble  was  concluded 
to  be  partly  due  to  variations  in  travel  time  through  the  coupling 
between  the  fastener  and  the  transducer.  The  fix  for  this  problem 
(which  was  common  to  commercially  available  systems)  was  to 
measure  the  travel  time  between  the  first  and  second  back  surface 
echos  because  both  sound  beams  travel  through  the  same  coupling 
thickness.  The  tacit  assumption  is  that  the  coupling  thickness 
does  not  vary  significantly  during  the  50  microseconds  separating 
the  first  and  second  back  surface  echos. 
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AT  (NANOSECONDS) 


3*000 


AXIAL  STRESS  (lbs) 


Figure  A.2  A Comparison  of  A T Versus  Axiol  Stress  Applied  by  a Tensile  Machine  with  the  Corresponding  AT  Values 
Obtained  When  the  Bolt  was  Torqued.  The  Presence  of  Shear  Loading  Did  Not  Effect  AT 


®DRY 


Commercially  Available  Ultrasonic  Stress  Gauge 


A. 3 Calibration  Procedures 


A custom  built  electronic  timing  system  (fully  described 
in  the  process  specification  document  ref.  5)  was  built  for 
the  calibration  study.  The  system  functioned  without  failure 
during  the  entire  calibration  phase  of  this  contract. 

The  calibration  plan  was  to  test  the  relationship  given 
in  equation  3 (section  II).  That  is  to  measure 

AT  * 8 + a D g 
M 

where  S **  grip  length 

a = adjustment  parameter  assumed  to  be  zero 
in  calibration 
D = fastener  diameter 
S = Applied  stress 

AT  = acous to- elastic  change  in  ultrasonic 
travel  time 
M = Material  Constant 

It  was  necessary  to  show  that 

(1)  AT  is  linearly  proportional  to  the  average  applied 
load  (S  “ applied  load  divided  by  fastener  area)  and 

(2)  that  the  constant  of  proportionality  "M"  was  not 
dependent  upon  stress  nor  on  the  fastener  geometry. 

Otherwise  complete  sets  of  calibration  curves  giving  values  for 
M as  a function  of  all  significant  independent  variables  needed 
to  be  prepared. 

A set  of  fastener  holders  similar  to  the  one  shown  in  Figure 
A. 6 were  built  for  the  calibration  measurements .(Figure  A. 7). 
Fasteners  were  loaded  with  a 120  Kip  Baldwin  testor  while  AT  was 
measured  after  each  increase  in  load. 
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A HP  9820  computing  calculator  program  has  been  written 
(Figure  A8)  to  perform  data  reduction  as  the  data  are  collected 
during  calibration  measurements.  This  real  time  data  reduction 
makes  it  possible  to  detect  calibration  problems  when  they  occur 
or  to  continue  with  successive  load  - AT  measurements  until  the 
material  constant  has  been  calculated  with  the  desired  statistical 
accuracy.  This  real  time  data  recording  and  reduction  requires 
dedicated  use  of  a HP  9820. 


The  permanent  calibration  record  for  measurement  number  124 
is  reproduced  in  Figure  A9.  Data  beginning  at  the  bottom  of  the 
first  column  and  sequentially  after  that  include: 


Line  # Symbol 


Result 


1 

2 

3 

4 

5 

6 

7 

8 
9 


L 

T 

DTO 

S 

MO 

DT 

M 

MBAR 

SIG 


Baldwin  load  (pounds) 

Last  Four  digits  of  transit  time  (n.s.) 
AT  measured  from  T0  (n.s.) 

Stress  in  fastener  (ksi) 

Uncorrected  material  constant  (10'^) 
AT  from  least  squares  curve  fit  (n.s.) 
Corrected  material  constant 
Average  value  for  material  constant 
Standard  deviation  for  the  average 


Notice  in  the  code  (Figure  A. 8)  that  the  program  computes 
a running  leas^t  squares  curve  fit  which  should  converge  to  the 
material  constant  but  produce  an  upper  bound  to  the  standard 
deviation.  The  value  of  MBAR  will  be  improved  and  the  value  for 
a reduced  if  the  data  set{AT,S(  are  later  fitted  by  a least 
squares  curve  fit  to  obtain  a best  fit  value  for  T0.  Then  a new 
set  of  M is  computed  and  averaged  as  shown  in  Figure  A. 10. 

When  data  in  Figure  A-10  are  plotted,  it  can  be  seen  from  the 
graphical  representation  in  Figure  A. 11  that  AT  is  linearly 
dependent  upon  applied  stress  and  from  Figure  A. 12  that  the 
material  constant  M is  independent  of  the  applied  stress.  These 
data  are  typical  of  data  collected  on  all  threaded  rod  stock  and 
fasteners  calibrated.  Data  are  summarized  in  Tables  A.l  through 
A. 4 and  the  <r  is  indicative  of  how  little  M varied  during  a 
calibration  test. 
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iM&ik 


Mtitd 


hi . 

ENT  " Dlfiir *R1 j “F 
LftNGE " 4RN j "T0"4R 
7 ’ " LOAD " • ■ R 2 j "TIM 

E " 4R3ft 
1 : 

1 . 751405  U 4 R 1 1 4 R 1 

2 ^ R 1 3 4 R 1 v , 4 R 1 5 4 R 1 

6 4 X ft 

~i  • 

uL  ■ 

4 R 2 / tf  R 1 R . 4 R b |- 

*1}  * 

R 3 ~ R 7 4 R 8 - • R 1 0 h 

4 i 

U R 5 R 6 / R 8 *■  R 9 ft 

3 5 

R b 1 0 0 0 4 R £,  R 
6 « 

R9/ 1 00041:91- 

IF  X=1?R  5+R94R1 

5 ! R 1 6 + R 1 HR  1 54R 1 6 
ft 


PRT  " L j T : D T O j S > M 
On  DT " j "Mi  MBARjSI  — 
G " ft 
1 0: 

P R T R 2 ? R 3 j R 8 j R 6 > 

R9  j "F"  j "F ? "F"  j " 
F"SSPC  liX+l?Xh 
1 1 : 

R 6 4 ft  j R 1 0 - ■ B 5 R 1 1 + ft 
4 R 1 1 ft 

1 2 : 

R 1 2 + ft B 4 R ; 2ft 
13: 

R 1 3 + ft  ft  4 c*  • cm  * ■ n 


li-  Xl  1 5 G"0  l?ft 
15: 

( R 1 1 R 1 2-F:  1 3R 1 4 ) / 
(R1 1R1 1-XR13) 4 R 4 
5R3-R44R  0ft 
1 6 : 

IF  X > 2 5 R ' R 8 / R 1 0 4 
R30  5 R15  + F:304R15  5 
R 16+R30R304R 16ft 
17: 

if  x=i;eht  -load 

"*R2> "TIHE“4R3i 
i j TO  2ft 
18: 

IF  X> 2 5 PUT  R 2 > R 3 
j R fci  j R 6 ? R * i j R 1 0 ft 
i 9: 

IF  X > 2 5 P F : T R 9 R 8 / 
R 1 0 ? R 1 5 / X-Dft 
20: 

IF  X>2!PF:TT((R1 
6 - R 1 5 R 1 5 • ( X - 1 ) ) / 
(X-2mSF‘C  1ft 
21 : 

X+ 14X5  EH"  "LOflri" 
4R2j " T I M t ! " 4 R 3 ft 

R 1 1 4 R 2 1 5 F : 1 2 4 R 2 2 5 
R134R23?  F;  1 4 4 R 2 4 5 
R 1 5 4 R 2 5 5 F ! 1 6 4 R 2 6 5 
X 4 R 2 7 ft 

'3  v • 

GTO  2ft 
24: 

R214R1 1 ; F : 2 2 4 R 1 2 5 
R234R135  f:244R14  5 
R 2 5 4 R 1 5 5 F:264R165 
R 2 7 - 1 4 X ft 
25 : 

GTO  21ft 
EHD  ft 


Figtire  A.8  Data  Reduction  Coda  Praparad  for  Roal  Tima 
Processing  of  Calibration  Results  or  tk« 

HP  9820  Computing  Calculator 
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Best  Available  Copy 


O'  \o  *£>  co  co  cc*  --i  i—  i-*  ro  co  co  -t*  -&•  on  cn  cn  a 


CALIBRATION  RESULTS 


Bolt  Number  124 


TENSION 

AT 

M 

gm/sec3 

Ksi 

nanoseconds 

-1  . 
-1 . 

»'  • V' 

7 . 1347  7t,s9 ■:> l 

3 

01 

3. 

3. £88360 I0tft 

KS£. 

351  73‘:|849t 

1 { 

6 . 8 4 1 3 5 5 3 3 3 E 

01 

3.  14736010OE 

02 

-1 . 

35421557 0E 

17 

6. 4 53616U812E 

01 

2. 9*93360 100E 

02 

1. 

349959881 E 

1 7 

t . 223625732E 

01 

2 . 880360 1 00E 

02 

1. 

346 1 3548 1 E 

1 ? 

5. 3993 1769  IE 

01 

2 . 735360 1 00E 

02 

•1. 

343620993E 

17 

5. 5595664 18E 

01 

2. 58 13601 00E 

02 

*1. 

34 1 789593E 

17 

5. 2815S8090E 

01 

3. 425360100E 

02 

-1 . 

356689266E 

17 

4. 941S3I.309E 

0 1 

2 . 258360 1 00E 

02 

-1 . 

3632870 1 3E 

17 

4 . 3 9 8 6 6 3 9 6 8 E 

01 

1 . 988360 1 00 E 

02 

-1 . 

3500 18360E 

17 

3. 72182U847E 

01 

1 . 714360100E 

02 

-1 . 

352525630E 

1 7 

3. 088649006E 

01 

1 . 4363601 00E 

02 

-1. 

339667 9 7 2E 

1 7 

2 . 48636 : 645E 

01 

1 . 1 60360 1 00E 

02 

-1 . 

334945700E 

17 

1 . 91496. 764E 

01 

3.75360: 001E 

01 

-1. 

36290‘-575E 

17 

1 . 235459202E 

01 

5.71360: 001E 

01 

-1. 

34713US55E 

17 

7 . 737063255E 

01 

3. 588360 100E 

02 

-1. 

343£9"537E 

17 

8 . 03048^8 1 5E 

01 

3. 700360 100E 

02 

-1. 

35204  013E 

8 ; 4 1 6 5 6 5 i 8 1 6 E 

01 

3 . C 35360 100E 

02 

-1. 

34957  90 IE 

3. 66365V656E 

01 

4. U26360100E 

82 

-1. 

34054:, 03OE 

9, 0342954 17E 

01 

4. 160360 1 00E 

82 

-1 . 

35286! ‘-095E 

.. 

9 . 3277 1 69785 

01 

4.31 8360 1 00E 

82 

-1. 

34570: 063E 

i , 

8 9570792 17E 

01 

4. 126360 1 00E 

02 

-1. 

352357082E 

1 

8 . 679 1 0U896E 

01 

3 . 9953601 00E 

0 2 

-1. 

, 353352404E 

1 ? 

8.37023<.096& 

$01 

3. 8 583 6010 0E 

02 

-1. 

, 35 1 53‘„20 1 E 

17 

8. 03048<>815E 

01 

3. 697360100E 

82 

-1 . 
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Best  Available  Copy  sound  Velocity  (C)  6,926  x_  10*  em/sec 

6/D^ftia 
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TABLE  A. 1 

CALIBRATION  RESULTS  (I) 


160  KSl/steel 

L 

D 

6 

T 

C 

675 

M 

<7 

P 

NAS  1106  16 

1.502 

.374 

1.062 

12970.2 

5.883(5 

2.840 

1.353 

.008 

7.783 

NAS  1112  44 

3.521 

.747 

2.830 

30315.1 

5.900 

3.788 

1.554 

.002 

NAS  1112  52 

4.060 

.752 

3.321 

34985.7 

5.895 

4.42 

1.469 

.006 

NAS  1112  96 

6.768 

.749 

6.019 

58668.1 

5.860 

8.04 

1.606 

.007 

NAS  1312  39 

3.710 

.747 

2.362 

32065.4 

5.878 

3.16 

1.407 

.010 

NAS  1310  24 

2.604 

.623 

1.564 

22443.1 

5.903 

2.51 

1.405 

.007 

NAS  1310  29 

2.918 

.623 

1.865 

25209.7 

5.880 

2.99 

1.487 

.011 

7.832 

NAS  1306  34 

2.806 

.374 

2,176 

24165.1 

5.898 

5.82 

1.554 

.018 

7.809 

NAS  1308  21 

2.224 

.497 

1.345 

19195.9 

5.886 

2.71 

1.384 

.013 

7.808 

NAS  1306  34 

2.632 

.373 

2.171 

22754.0 

5.876 

5.82 

1.591 

.007 

7.778 

NAS  1316  24 

3.140 

.998 

1.549 

27147.3 

5.876 

1.552 

1.203 

.013 

NAS  1106  34 

2.631 

.374 

2.163 

22711.1 

5.885 

5.783 

1.504 

.013 

7.831 

NAS  1316  32 

3.660 

.997 

2.074 

31581.1 

5.887 

2.08 

1.342 

.Oil 

NAS  1312  24 

2.786 

.747 

1.573 

24059.2 

5.883 

2.11 

1.378 

.004 

NAS  1316  29 

3.466 

.997 

2.026 

29920.0 

5.885 

2.03 

1.357 

.012 

NAS  1316  72 

6.109 

.997 

4,568 

53110.0 

5.843 

4.582 

1.475 

.014 

NAS  1316  32 

3.633 

.997 

2.074 

31387.5 

5.880 

2.08 

1.300 

.009 

NAS  1316  24 

3.118 

.997 

1.532 

26987.4 

5.869 

1.54 

1.204 

.011 

LSC 

2.881 

.997 

1.039 

24729.9 

5.918 

1.04 

1.090 

.013 

NAS  1309  28 

2.776 

.560 

1.804 

23939.6 

5.891 

3.221 

1.381 

.005 

7.841 

NAS  6206  13 

1.384 

.374 

.844 

11889.3 

5.914 

2.25 

1.436 

.009 

7.801 

NAS  6206  10 

1.189 

.374 

.731 

10212.9 

5.914 

1.95 

1.315 

.068 

7.823 

220  KSI/Steel 

L 

D 

6 

T 

C 

6/D 

M 

(7 

P 

C081  12A  43 

3.942 

.747 

2.691 

33503.8 

5.977(5 

3.60 

1.468 

.014 

C081  8 12 

1.550 

.497 

.932 

13141.5 

4.992 

1.88 

1.294 

.009 

7.765 

C7521  80  23 

2.435 

.497 

1.685 

20707.1 

5.974 

3.39 

1.490 

.014 

7.749 

C083  5A  72 

4.516 

.310 

3.998 

38496.0 

5.959 

12.90 

1.566 

.010 

7.696 

C081  6A  27 

2.268 

.375 

1.765 

19339.1 

5.958 

4.65 

1.579 

.008 

7.741 

C081  14A  25 

3.040 

.872 

1.678 

25721.4 

6.004 

1.92 

1.243 

.007 

C081  14A  48 

4.467 

.873 

3.019 

37961.1 

5.978 

3.46 

1.434 

.010 

C081  12A  35 

3.439 

.746 

2.200 

29203.1 

5,982 

2.95 

1.442 

.011 

C081  12A  28 

3.014 

.747 

1.998 

25546.1 

5.994 

2.67 

1.383 

.009 

C081  12A  14 

2.136 

.747 

1.092 

18138.6 

5,982 

1.46 

1.147 

.006 

C083  9A  52 

4.373 

.560 

3,320 

37105.4 

5.987 

5.93 

1.474 

.002 

C081  7A  35 

2.903 

.435 

2.287 

24652.2 

5.982 

5.234 

1.577 

.005 

7.752 

C081  7A  36 

2.982 

.435 

2.386 

25335.9 

5.979 

5.485 

1.547 

.010 

7.751 

C083  10  32 

3.209 

.623 

2.094 

27281.4 

5.976 

3.36 

1.531 

.007 

C083  12  74 

3.516 

.747 

2.212 

29818.2 

5.990 

2.96 

1.489 

.009 

C083  16  o4 

5.942 

.497 

4,093 

50358.5 

5.994 

4.11 

1.523 

.010 

C081  16A  32 

3.688 

.998 

2.026 

31311.8 

5.983 

2.030 

1.317 

.008 

COS 3 16  32 

3.736 

.998 

1.963 

31725.2 

5.982 

1.97 

1.242 

.004 

TABLE  A. 2 


CALIBRATION  RESULTS  (II) 


260  KSI  Steel 

L 

D 

6 

T 

C 

6/D 

M 

c r 

P 

MS~  21296  05019 

2.035 

.310 

1.393 

17388.9 

5.945 

4.494 

1.143 

.049 

MS  21296 

3,061 

.558 

1.868 

26228.6 

5.928 

3.348 

1.358 

.008 

MS  21297  14056 

5.276 

.871 

3.534 

44851.6 

5.976 

4.057 

1.464 

.012 

MS  21297  14054 

5.196 

.872 

3.450 

44162.0 

5.977 

3.96 

1.465 

.'■'.'5 

MS  21296  09  28 

3.128 

.562 

1.851 

26593.3 

5.975 

3.29 

1.362 

.005 

MS  21297  A 12044 

4.415 

.747 

2.833 

37705.7 

5.948 

3.79 

1.474 

.005 

MS  21297  12034 

3.774 

.747 

2.206 

32004.4 

5.990 

2.95 

1.414 

008 

MS  21296  10018 

2.609 

.623 

1.404 

22207.9 

5.968 

2.254 

1.371 

.017 

MS  21296  7 17 

2.173 

.436 

1.172 

18506.2 

5,965 

2.688 

1.341 

.014 

7.745 

MS  21296  09026 

2.947 

.560 

1.835 

25087.0 

5.968 

3.277 

1.416 

.010 

MS  21296  09027 

3.046 

.560 

1.715 

25967.3 

5.959 

3.063 

1.343 

.006 

MS  21296  05  19 

2.031 

.311 

1.443 

17357.1 

5.944 

4.640 

1.327 

.004 

7,737 

MS  21296  06  16 

1.959 

.372 

1.045 

16727.9 

5.949 

2.809 

1.292 

.019 

7.750 

MS  21296  07048 

4.059 

.436 

3.114 

34694.5 

5.940 

7.142 

1.48':. 

.009 

7.743 

MS  21296  06016 

1.935 

.374 

1.027 

16462.8 

5.971 

2.746 

1.379 

.020 

7.719 

MS  21297  06026 

2.536 

.373 

1.653 

21594.1 

5.966 

4.442 

1.543 

.026 

7.724 

MS  21297  08013 

2.456 

.497 

1.339 

20847.1 

5.985 

2.690 

1..V46 

.014 

MS  21297  16072 

6.687 

1.002 

4.538 

56654.7 

5.996 

4.53 

1.500 

.007 

Mixed  Steel 

L 

D 

6 

T 

C 

5/D 

M 

<T 

P 

EWSB  930  5 

3.924 

.310 

3.357 

33629.3 

5.928(5  10.82 

1.554 

.004 

7.867 

NAS  1005  12 

1.581 

.311 

1.017 

13999.1 

5.737 

3.270 

1.649 

.231 

7.930 

EWSB  930  7 

3.010 

.436 

2.354 

25775.1 

5.932 

5.399 

1.581 

.014 

1.916 

.497 

.934 

16507.7 

5.896 

1.879 

1.295 

.008 

7.801 

EWSB  930-6 

1.507 

.372 

.930 

12919.0 

5.926 

2.50 

1.331 

.011 

7.904 

GD  Alloy 

.862 

3.288 

46564.3 

3.81 

1.538 

.014 

4450-8 

1.968 

.497 

1.184 

16713.6 

5.982 

2.3S 

1.347 

.021 

7.752 

6A1-4V-T1 

L 

D 

6 

T 

C 

5/'J 

M 

(T 

P 

NAS  675  V16 

1.639 

.310 

1.133 

13720.7 

6.008 

3.645 

.979 

.010 

4.418 

NAS  676  V21 

2.087 

.374 

1.422 

173248 

6.120 

3.802 

1.239 

.005 

4.424 

NAS  675  VI 7 

1.698 

.310 

1.125 

14157.3 

6.093 

3.629 

1.096 

.012 

4.422 

NAS  674  V29 

2.375 

.249 

1.868 

19697.4 

6.125 

7,502 

1.430 

.010 

4.424 

NAS  674  V38 

2.940 

.249 

2.461 

24460.8 

6.106 

9.883 

1.307 

.004 

4.431 

NAS  674  V36 

2.806 

.249 

2.312 

23367.1 

6.100 

9.285 

1.351 

.008 

4.418 

NAS  677  V18 

1.946 

.437 

1.380 

16011.6 

6,174 

3.160 

.795 

.022 

4.427 

NAS  674  V24 

2.054 

,246 

1.566 

17110.2 

6.098 

6.366 

1.365 

.013 

4.414 

NAS  674  V32 

THREADS 

STRIPPED 

AT  3100# 

4.298 

NAS  6407  21 

2.002 

.436 

1.439 

16697.4 

6.091 

3.300 

1.238 

.005 

4.428 

NAS  674  V28 

2.307 

.249 

1.796 

19101.6 

6.135 

7.213 

1.302 

.009 

4.429 

NAS  655  V20 

1.784 

.311 

1.321 

14863.7 

6.097 

4.248 

1.066 

.010 

4.422 

NAS  675  V23 

2.069 

.310 

1.504 

17193.0 

6.113 

4.852 

1,261 

.005 

4.424 

NAS  676  V20 

2.028 

.373 

1.296 

16863.4 

6.109 

3.475 

1.215 

.005 

4.424 

NAS  6406  L 12 

1.326 

.374 

,805 

11067. 

6.371 

2.152 

1.407 

.035 

4.408 

NAS  675  V 32 

BOLT  BROKE  AT  2500# 

4.424 

NAS  677  V18 

1.950 

.435 

1.193 

16111.6 

0.146 

2.74 

1.266 

.008 

4.422 

NAS  674  V48 

2.692 

.246 

2.1?  • 

22588.5 

6.054 

8.915 

1.310 

.006 

4.404 

B30  MR  12 

3.765 

.747 

2.444 

31241.4 

6.122 

3.27 

1.211 

.009 
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TABLE  A. 3 


CALIBRATION  RESULTS  fill) 


THREADED  ALUMINUM 

L 

D 

6 

T 

C 

6/D 

M 

CT 

Al  116 

5.993 

.343 

2.167 

48012.4 

6.341 

6.32 

-.400(17 

-.007(17 

A1  115 

5.993 

.343 

2.637 

48006.1 

6.342 

7.69 

r.437 

-.003 

Al  114 

5.993 

.343 

3.417 

48004.6 

6.342 

9.96 

-.430 

-.006 

Al  113 

5.993 

.343 

3.846 

47991.7 

6.344 

11.21 

-.426 

-.020 

Al  112 

5.993 

.343 

4.633 

48007.9 

6.342 

13.51 

-.437 

-.008 

Al  88 

5.992 

.461 

1.480 

47869.2 

6,359 

3.21 

-.413 

-.004 

Al  87 

5.992 

.461 

2.322 

47861.5 

6.360 

5.04 

-.438 

-.006 

Al  86 

5.992 

.461 

3.648 

47866.9 

6.359 

7.91 

-.464 

-.007 

Al  85 

5.992 

.461 

4.648 

47912.5 

6.353 

10.08 

-.496 

-.008 

Al  84 

5.992 

.461 

4.648 

47870.4 

6.359 

10.08 

-.455 

-.007 

Al  90 

5.455 

.680 

3.307 

43593.6 

6.357 

4.86 

r.416 

-.025 

Al  89 

5.455 

.680 

3.920 

5.77 

-.438 

-.013 

Al  136 

5.754 

.800 

2.978 

45909.0 

6.367 

3.72 

-.416 

-.002 

Al  135 

5.754 

.800 

3.758 

45902.0 

6.37 

4.69 

-.431 

-.002 

Al  134 

5.754 

.800 

4.092 

45954.5 

6.36 

5.12 

-.383 

-.007 

Al  133 

5.817 

.903 

2.770 

46378.3 

6.37 

3.07 

-.387 

-.001 

Al  132 

5.817 

.903 

3.196 

46418.2 

6.366 

3.54 

-.381 

-.001 

Al  131 

5.817 

.903 

3.566 

3.95 

-.408 

-.001 

THREADED  - Ti 

L 

D 

S 

T 

C 

S/D 

M 

(T 

Ti  no 

5.910 

.345 

1.779 

49818.5 

6.026 

5.16 

-1.09(17 

-.007(17 

Ti  111 

5.910 

.345 

2.381 

49821.6 

6.026 

5.16 

-1.15 

7.009 

Ti  109 

5.910 

.345 

2.870 

49813.6 

6.027 

8.32 

-1.16 

-.007 

Ti  108 

5.910 

.345 

3.599 

49838.9 

6.024 

10.43 

-1.18 

-.017 

Ti  102 

5.910 

.345 

4.407 

49793.7 

6.029 

12.77 

-1.12 

r.028 

Ti  103 

5.910 

.345 

4.407 

49841.2 

6.023 

12.77 

-1.18 

-.009 

Ti  104 

5.910 

.345 

4.407 

49844.1 

6.023 

12.77 

-1.20 

-.011 

Ti  105 

5.910 

.345 

4.563 

49916.6 

6.014 

13.23 

-1,23 

-.014 

Ti  106 

5.910 

.345 

4.407 

49808.2 

6.028 

12.77 

-1.16 

-.011 

Ti  107 

5.910 

.345 

4.407 

49796.1 

6.029 

12.77 

-1.11 

-.016 

Ti  98 

5.980 

.461 

2.634 

50493.8 

6.016 

5.71 

-1.17 

-.012 

Ti  96 

5.980 

.461 

3.069 

50517.5 

6.013 

6.66 

-1.16 

7.001 

Ti  95 

5.980 

.461 

4.171 

50469.0 

6.019 

9.05 

-1.18 

-.004 

Ti  94 

5.980 

.461 

4.892 

50516.9 

6.013 

10.61 

-1.21 

-.002 

Ti  123 

5.330 

.797 

2.822 

44817.8 

6.041 

3.54 

-1.26 

.007 

Ti  122 

5.330 

.797 

3.206 

44790.3 

6.045 

4.02 

-1.32 

-.006 

Ti  130 

5.754 

,906 

2.842 

47569.7 

6.15 

3.14 

-1.14 

-.004 

Ti  129 

5.754 

.906 

3.297 

47567.6 

6.14 

3.64 

-1.08 

-.008 

Ti  128 

5.754 

.906 

3.297 

47567.9 

6.14 

3.64 

-1.07 

-.006 

Ti  127 

5.754 

.906 

4.009 

47554.9 

6.15 

4.42 

-1.25 

-.007 

Ti  97 

5,980 

.461 

2.634 

50511.9 

6.014 

5.71 

-1.11 

-.006 

Ti  137 

5.506 

.686 

4.326 

47038.7 

5.946 

6.31 

-1.50 

-.006 
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TABLE  A. 4 

CALIBRATION  RESULTS  (IV) 


THREADED  STEEL 

L 

D 

8 

T 

C 

8/D 

M 

0* 

S-119 

5.904 

.337 

3.303 

46896.8 

6.395 (5 

9.80 

-1.34(17 

- .021(17 

S-118 

5.904 

.337 

3.749 

50893.0 

5.893 

11.12 

-1.33 

-.020 

S-117 

5.904 

.337 

4.350 

50975.1 

5.884 

12.91 

-1.32 

-.020 

S-74 

5.983 

.461 

1.160 

51468.9 

5.906 

2.52 

1.21 

-.011 

S-75 

5.983 

.461 

1,160 

51461.3 

5.906 

2.52 

1.25 

-.005 

S-72 

5.983 

.461 

2.469 

51467.2 

5.905 

6.43 

1.325 

-.022 

S-76 

5.983 

.461 

2.768 

51489.8 

5.903 

6.00 

1.322 

-.008 

S-71 

5.583 

.461 

2.963 

5.359.4 

5.918 

6.43 

1.394 

-.013 

S-59 

5.983 

.461 

3.071 

51331.4 

5.921 

6.66 

1.378 

-.014 

S-60 

5.983 

.461 

3.071 

51390.7 

5.914 

6.66 

1.319 

-.009 

S-70 

5.983 

.461 

2.963 

51464.1 

5.906 

6.43 

1.418 

-.017 

S-69 

5.983 

.461 

3.8135 

51498.8 

5.902 

8.27 

1.396 

-.017 

S-68 

5.983 

.461 

3.8135 

51452.5 

5.907 

8.27 

1.402 

-.011 

S-66 

5.983 

.461 

4.145 

51446.9 

5.909 

8.99 

1.425 

-.012 

S-67 

5.983 

.461 

4.170 

51449.8 

5.907 

9.05 

1.439 

-.015 

S-78 

5.983 

.461 

4.465 

51193.2 

5.937 

9.69 

1.371 

-.017 

S-63 

5.983 

.461 

4.756 

51452.5 

5.907 

10.32 

1.371 

-.013 

S-64 

5.983 

.461 

4.779 

51421.9 

5.911 

10.37 

1.294 

-.035 

S-65 

5.983 

.461 

4.779 

51411.9 

5.918 

10.37 

1.298 

-.031 

S-93 

5.204 

.685 

1.954 

44612.2 

5.926 

2.85 

-1.34 

-.008 

S-92 

5.204 

.685 

2.881 

44609.5 

5.926 

4.21 

-1.40 

-.015 

S-91 

5.204 

.685 

3.860 

44602.5 

5.927 

5.64 

-1.52 

-.010 

S-121 

5.415 

.797 

2.948 

46372.1 

5.932 

3.70 

-1.30 

-.005 

S-120 

5.415 

.797 

3.303 

46379.2 

5.931 

4.14 

-1.37 

-.008 

S-126 

5.686 

.908 

2.836 

48747.7 

5.925 

3.12 

-1.25 

-.006 

S-125 

5.686 

.908 

3.076 

48754.7 

5.925 

3.39 

-1.31 

-.016 

S-124 

5.686 

.908 

3.558 

48745.6 

5.926 

3.919 

-1.349 

-6.75 

THREADED  MOLY 

L 

D 

8 

T 

C 

S/D 

M 

Or 

MO  83 

5.936 

.461 

3.706 

46719.9 

6.454 

8.04 

-2.99(17 

-.017(17 

MO  82 

5.936 

.461 

4.624 

46723.7 

6.454 

10.03 

-3.29 

-.001 

MO  80 

5.936 

.461 

6.313 

59106.8 

5.101 

13.69 

-3.37 

-.073 

MO  81 

5.936 

.461 

6.313 

51106.1 

5,900 

13.69 

-3.32 

-.069 

THREADED  COPPER 

L 

D 

8 

T 

C 

S/D 

M 

cr 

Cu  138 

4.964 

.875 

3.254 

54034.6 

4.667 

3.718 

-.382(17 

-.007 

Cu  139 

4.964 

.875 

3.254 

54014.0 

4.668 

3.718 

-.384 

-.008 

Cu  140 

4.964 

.875 

3.254 

54090.8 

4.662 

3.718 

-.441 

-.014 

Cu  141 

4.955 

.875 

3.312 

54122.2 

4.651 

3.785 

-.406 

-.005 
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When  data  (e.g.  all  steel  fastener  data)  are  plotted 
against  fastener  length  or  grip  length,  data  are  scattered. 

A non-linear  regression  analysis  had  to  be  performed  in  order 
to  identify  that  a significant  correlation  between  AT  and  the 
ratio  S/D  existed. 

When  steel  data  were  plotted  as  a function  of  S/D,  the 
correlation  shown  in  Figure  A. 13  was  observed.  The  lines 
drawn  show  the  + five  percent  limits. 

The  apparent  dependence  of  M upon  fastener  diameter  which 
was  not  expected  at  the  beginning  of  the  calibration  study  was 
found  to  be  caused  by  non  uniform  tension  in  loaded  fasteners. 
The  correction  for  this  effect  is  discussed  in  Appendix  B. 


A. 4 Effects  of  Inelastic  Strain 

A fully  annealed  threaded  rod  stock  specimen  made  of  titanium 
was  installed  on  a 12,000  lb  Baldwin  and  the  material  constant 
was  measured.  Figure  A. 14  shows  that  the  bolt  strained  inelastic- 
ally  as  the  load  was  increased  to  12  ksi,  then  the  strain  relieved 
elastically.  The  increase  in  zero  load  travel  time  for  the  ultra- 
sonic beam  from  561  to  627  ns  was  due  to  the  inelastic  strain  of 
work  hardening. 

These  results  show  that  inelastic  strain  produces  a non- 
linearity between  AT  and  stress  and  then  after  work  hardening, 
the  relationship  becomes  linear.  It  is  questionable  whether  the 
threshold  for  inelastic  strain  can  be  measured  with  much  accuracy 
by  acousto-elasticity. 

The  increase  in  travel  time  over  the  linear  range  in  Figure 
A- 14  was  851-627  » 224  ns.  59.2  nanoseconds  can  be  attributed  to 
elastic  strain  and  the  remaining  164  ns  are  due  to  the  nut  seating 
in  the  threads  and  to  the  effects  of  third  order  elastic  constants. 
This  finding,  that  .264  AT  is  due  to  physical  changes  in  length 
and  .736  AT  is  due  to  higher  order  elastic  constant  effects,  is 
consistent  with  the  theoretical  prediction  that  the  strain  portion 
of  AT  should  be: 
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RELATIVE  TRAVEL  TIME  (in) 


INELASTIC  STRAIN 


■ 


* V 


- .1 


mm 

Warn 

irmnirrm 

■MM—— 

HUHB 


AT  due  to  strain 
Total  AT 


1 


10  ^ -f  4x  -I-  4m 
+ 2m  +\ 


2 + 


n(M-  21)  ~ 

(m+x.)(2m  +^) 


which  evaluates  to 


REX  535  NICKEL-Steel 
Hecla  37  (0.4%c) 
Hecla  17(0.6%c) 

STEEL  Hecla  138A 

Rex  535  Ni  Steel 
Hecla  AT V Austenitic 
Rail  Steel 


.341 

.256 

.342 

.274 

.364 

.119 

.330 

.293  + .079 


2S 

.105 

B53S  M 

.308 

P 

.196 

D54S 

.099 

JH77S 

.105 

.243  + .104 


The  consistency  between  the  theoretical  predictions  of 
the  strain  fraction  and  the  experimental  finding  is  another 
good  test  of  the  soundness  of  acousto-elastic  theory. 


* The  higher  order  elastic  constants  a ft  givem  in  Reference  6. 
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APPENDIX  B 


EMPIRICAL  CORRECTION  FOR  NON  UNIFORM  TENSION 


B.l  Evidence  in  the  Literature  of  Non  Uniform  Tension  in 

Fasteners 

A literature  search  provided  data  reproduced  in  Figure  B-l 
which  indicated  by  the  photoelastic  effect  that  tensions  are 
extremely  non-uniform  near  the  head  and  nut  ends  of  a fastener. 
Figure  B-l  shows  that  there  is  some  tension  symmetry  at  the 
flange-head  interface  with  a concentration  of  tension  that  may 
be  as  much  as  four  Cities  the  average  tension  in  the  fastener. 

The  figure  also  shows  that  the  tension  in  a fastener  becomes 
uniform  at  about  one  fastener  diameter  below  the  head.  Fastener 
length  to  diameter  ratios  less  than  2 could  not  be  treated 
analytically  without  special  concern  for  non-uniformity  of 
stress. 

The  effects  of  stress  perturbations  can  be  observed  in 
fastener  calibration  as  shown  in  the  apparent  dependence  of  the 
material  constant  upon  S/D.  This  is  shown  in  Figure  B-2  where 

all  of  the  material  constants  for  steel  are  normalized  to 
unity  at  S/D  = 13  and  plotted  as  a function  of  S/D.  The 
correlation  (grip  length  to  fastener  diameter  ratio)  between  the 
material  constant  and  the  ratio  S/d  was  revealed  by  a non  linear 
regression  analysis  performed  by  the  Operations  Research  Group 
at  General  Dynamics.  As  expected  from  the  graph  in  Figure  B-l, 
the  tension  reduction  along  the  centerline  of  short  fasteners  was 
seen  when  the  material  constant  was  computed  from  the  simple 
relationship 


M - -1—  s B.l 

AT 

where  S « grip  length 

S * Average  applied  stress 
A®  - Acoustio- elastic  change  in  sound  travel  time 

Equation  B.l  can  be  derived  by  assuming  that  the  average  stress 
occurs  only  through  the  grip  length  along  the  center  line  of  the 
fastener. 

Unless  this  apparent  dependence  of  M upon  S/D  can  be  resolved, 
one  must  prepare  e family  of  calibration  curves  where  the  appropriate 
value  of  M must  be  selected  by  table  look-up  in  order  to  accurately 
preload  a fastener  of  diameter  D on  a flange  of  thickness  S . 
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B .2  Finite  Elements  Studies  of  Non  Uniform  Tension  in 
Fasteners 


The  acousto-elastic  effect  is  a phenomena  through  which  the 
velocity  of  sound  in  a media  depends  upon  the  stress  forces  "S" 
applied  to  the  media.  Analytically,  the  velocity  of  sound  in 
the  direction  of  the  applied  stress  is  giver  by 


v 


v0 


1 - 


3K  (2  m A ) 


A^i-  A 
A'* 


•k  ■3 

(10  At  +4A+4m)+ A-t-21) 


where  v = velocity  of  sound  with  no  stress  (cm/sec) 
S = stress  (dynes/cm2) 

K = compressibility  (dynes/cm^) 

P = specific  gravity 
/u,  x = Lame1  constants 
l^in*®  Mumaghan  constants 


B.l 


The  change  in  travel  time  through  an  elemental  length  dl  is 
approximately 


at 


SXlL-dl 

2'm 


B.2 


where  mis  a constant  depending  only  on  the  properties  of  the 
fastener  material  and  given  by: 

3/2 

m_  3PK 

yjj  |(p+\)  (10  P +4x  -h4ra*  + n(k+~2f) 


The  round  trip  change  in  travel  time  of  a pulse  of  ultrasound 
that  travels  down  the  centerline  of  a fastener  of  length  L and 
returns  to  the  start  point  is  given  by 


AT  * 2 


S(l)  dl 


B.4 
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Defining  a stress  reduction  factor 


8(1)  = 


sci) 

<4 


B.5 


where  F = Load  applied  to  a fastener  and 
D = Fastener  diameter 


we  find 

AT-|  f s(l)  dl  B.6 

Jo 

In  the  first  progress  report  (IR  818-6  (I))  we  derived  an 
expression  of  the  form 


AT  * 


i s 

M 


B.  7 


in  which  it  was  assumed  that  (to  a first  approximation)  the  average 
tension  might  be  applied  over  the  grip  length  6 . That  is,  we 
assumed  that 


B.8 


and  that  m/M  was  given  by  a 


to  SO-)  dl  _ 1 

(4  SF/  it'd2  * * 


non 


uniform  tension  factor 

„L 

J 8(1)  dl 

0 


B.9 


Calibration  data  showed  (See  Figure  B.2)  that  the  experimen- 
tally determined  G is  a function  of  8/D  becoming  a constant 
of  about  unity  as  6/d  exceeded  4. 

Finite  elements  calculations  were  performed  and  internal 
stress  distributions  were  computed  for  10  different  typical 
fastener  geometries.  The  problems  solved  are  listed  in  Table  B.l 
and  results  are  plotted  in  Figures  B-3  through  B-12.  These 
solutions  make  it  possible  to  observe  the  behavior  of  s(l,r) 
within  a fastener  and  to  compute  the  integral 
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siaaSaSi 


NO  NUT  USED 


2 3 4 $ 

1 (INCHES) 


Ft*w«  B.3  Coaxial  Tansions  in  an  Aluminum  Fastantr  with  an  Exaggaratad  Tantion  oi  1 00,000  psi  Applkd  Showing  Valuas  of 
tka  Inttaral  G(r)  s Jq  a(1)  dl 


G { r ) 


PROBLEM  #2 
L = 4.7" 

0 = .3115" 

8 = 4.55" 

S = 38,500  psi 


CURVE 

r 

A 

0 

8 

.104" 

C 

.156" 

1 (INCHES) 


Fifur*  B.4  Coaxial  Trnioas  la  ■ Sttal  FasUnir  Showing  Valuta  of  tht  Integral  6(r) 
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Eight  of  the  finite  elements  calculations  were  made  for 
a one-mil  -thick-slice  cross  section  taken  through  a fastener. 

The  forces  that  were  applied  to  the  threads  by  the  nut  were 
applied  as  recommended  by  Ref.  10).  The  accuracy  of  the  two 
dimensional  code  (ref.  11)  was  considered  good  because  non- 
linear elements  were  modeled.  Two  of  the  problems  were  re-run 
using  a three  dimensional  finite  elements  code  (ref.  12)  in 
order  to  verify  the  validity  of  trends  indicated  by  the  two 
dimensional  calculations.  The  three-dimensional  finite-element 
code-treated  linear  elements  were  therefore  considered  less 
accurate  than  the  two-dimensional  code  was.  Findings,  however, 
were  consistent  with  each  other. 

All  calculations  showed  that  there  was  a uniform  tension 
about  one  fastener  diameter  away  from  where  the  loads  were 
applied.  The  tensions  were  smallest  along  the  centerline  of 
the  fastener  and  tended  to  drop  off  rapidly  as  the  fastener 
head  and  nut  ends  were  approached.  Away  from  the  centerline, 
peak  tensions  occurred  slightly  ahead  of  the  loaded  portions  of 
the  nut  and  in  some  cases  these  peak  tensions  were  nearly  double 
the  average  tension  values.  If  smaller  finite  elements  had  been 
used  in  the  calculations,  the  peak  tensions  would  very  likely  have 
been  greater.  The  high-tension  regions  rapidly  go  into  compression 
under  the  nut  or  head  of  a fastener  and  provide  the  forces  necessary 
for  a continuation  of  the  centerline  tension  clear  to  the  ends  of 
the  fasteners. 

Figures  B.3  through  3.12  are  a graphical  representation  of 
the  finite -element  calculations.  They  show  the  actual  size  and 
goemetry  of  each  fastener  with  the  coaxial  tensions  plotted 
directly  below.  The  coaxial  stresses  represent  the  functions  s(l) 
given  in  equation  B.5.  The  integral  of  s(l)  (Equation  B.9)  is 
also  plotted  in  each  figure. 

These  ten  problems  have  provided  insight  into  the  non-uniform 
stress  problem.  It  mav  be  observed  from  the  graphical  plots  of 
G(r)  that  the  coaxial  path  requiring  the  least  ultrasonic  travel 
time  is  down  the  center  line  of  the  fasteners.  The  radial 
variation  is  quite  small  for  long  fasteners  (Figures  B.3,  B.4,  and 
B.5)  but  becomes  quite  significant  as  S/D  approaches  unity,  as  in 
Figure  B.O.  The  travel  time  may  vary  by  as  much  as  50  percent 
across  the  diameter  of  a fastener.  This  radial  variation  would 
severely  effect  the  Q of  a fastener  if  it  were  used  as  a resonant 
element.  These  findings  place  severe  demands  on  the  size  of  the 
transducer  to  be  used  and  the  precision  with  which  it  must  be 
centered  on  the  end  of  the  fastener  in  order  to  measure  fastener 
preload  by  the  time  of  travel  technique. 
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Contrary  to  what  was  expected,  it  is  observed  that  G(S/D) 
plotted  in  Figure  B.13  did  not  decrease  below  S/D  = 4 as  was 
experimentally  observed  during  the  calibration  task  (refer  back 
to  Figure  B.2).  This  theoretical  finding  shows  that  the  assumption 
of  an  average,  tension  over  8 that  was  made  (Appendix  A)  was  not 
sufficiently  accurate.  Instead,  another  basic  model  had  to  be 
found  that  did  not  show  m decreasing  as  8/D  drops  below  3 or  4 and 
allows  for  the  average  tensions  to  persist  beyond  the  grip  length 
under  the  head  and  nut  ends  of  a fastener. 

If  equation  B.9  is  modified  to  read 

L 

G = 1 f s(l)  dl  (B.10) 

(8+aD)  J 

0 

and  a is  varied  until  the  spread  in  the  finite  elements  determin- 
ations of  G are  a minimized,  we  find  that  only  a small  increase 
in  8 would  be  required.  The  results  plotted  in  Figure  B.14  show 
the  mean  value  of  G and  the  value  of  100  ^(G)  } which  reaches  a 

G 

minimum  when  «=  .125  and  G = .97.  A similar  study  was  performed 
with  the  calibration  data  on  fasteners. 

All  of  the  steel  fastener  data  were  combined  and  a was  varied 
while 

m " - 8 +.ptD M (B.ll) 

8 

was  calculated  along  with 

100  cr(m) 
m 

These  results,  plotted  in  Figure  B. 15,  show  that  there  is  less 
variation  in  M with  a value  close  to  .6  for  a,  Further,  if  m 
is  plotted  as  a function  of  8/D  it  can  be  shown  (Figure  B.16)  to 
be  independent  of  8/d  with  variations  around  m being  random 
and  attributable  to  other  calibration  variables. 

Choosing  « .6  and  computing  in  for  titanium  fasteners  it 
is  found  that  m is  rather  well  distributed  around  m with  two  or  three 
exceptions.  The  three  fasteners  in  question,  NAS  677  V18,  NAS  6*06 
L12,  and  NAS  675  V16,  should  be  recalibrated.  Table  B.2  is  a new 
listing  of  calibration  data  listing  values  of  m for  ® » .6. 
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CORRECTED  MATERIAL  CONSTANT  UNCORRECTED  MATERIAL  CONSTANT 


REMOVAL  OF  GEOMETRY  DEPENDENCE 


Fiquh  B.  1 6 Comparison  of  M (Equation  B.7)  with  m (Equation  B.  1 1 ) Showing  that  the  Geometry  Related  Dip  Below  S/D  = 4 is 
Eliminated  by  Setting  OL  - .6  in  Equation  B,U. 
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Table B. 2 Calibration  Results 


ii: 


If; 


NAS 

1106 

16 

NAS 

1112 

44 

NAS 

1112 

52 

NAS 

1112 

96 

NAS 

1312 

39 

NAS 

1310 

24 

NAS 

1310 

29 

NAS 

1306 

34 

NAS 

1308 

21 

NAS 

1306 

34 

NAS 

1316 

24 

NAS 

1106 

34 

NAS 

1316 

32 

NAS 

1312 

24 

NAS 

1316 

29 

NAS 

1316 

72 

NAS 

1316 

32 

NAS 

1316 

24 

LSC 

NAS 

1309 

28 

NAS 

6206 

13 

NAS 

6206 

10 

220  KSl/Steel 

* & 
#» 


1.502  .374 
3.521  .747 
4.060  .752 
6.768  .749 
3.710  .747 
2.604  .623 
2.918  .623 
2.806  .374 
2.224  .497 

2.632  .373 
3.140  .998 
2.631  .374 
3.660  .997 
2.786  .747 
3.466  .997 
6.109  .997 

3.633  .997 
3.118  .997 
2.881  .997 
2.776  .560 
1.384  .374 
1.189  .374 


D 


3.942  I .747 
1.550  > .497 


2.435 

4.516 

2,268 

3.040 

4.467 

3.439 


.497 

.310 

.375 

.872 

.873 

.746 


1.062 

2.830 

3.321 

6.019 

2.362 

1.564 

1.865 

2.176 

1.345 

2.171 

1.549 

2.163 

2.074 

1.573 

2.026 

4.568 

2.074 

1.532 

1.039 

1.804 

.844 

.731 


2.691 
.932 
1 .'685 

3.998 
1.765 
1.678 
3.019 
2.200 

1.998 

1.092 
3.320 
2.287 
2.386 
2.094 
2.212 

4.093 
2.026 
1.963 


2.840 

3.788 

4.42 

8.04 

3.16 

2.51 

2.99 

5.82 

2.71 

5.82 

1.552 

5.783 

2.08 

2.11 

2.03 
4.582 
2.08 
1.54 

1.04 
3.221 
2.25 
1.95 


S/D 


3.60 

1.88 

3.39 

12.90 

4.65 

1.92 

3.46 

2.95 
2.67 

1.46 

5.93 
5.234 
5.485 
3.36 

2.96 
4.11 
2.030 

1.97 


1.353 

1.554 

1.469 

1.606 

1.407 

1.405 

1.487 

1.554 

1.384 

1.591 

1.203 
1.504 
1.342 
1.378 
1.357 
1.475 
1.300 

1.204 
1.090 
1.381 
1.436 
1.315 


M 


4b 
1.294 
1.490 
1.566 
1.579 
1.243 
1.434 
1.442 
1.383 
1.147 
1.474 
1.577 
1.547 
1.531 
1.489 
1.523 
1.317 
1.242 


4 

0 

7 

3 

7 


1.74 

1.79 

1.71 

1.69 

1.76 
1.67 
1.66 
1.73 

1.77 
1.76 
1.67 
1.67 
1.67 

1.71 
1.64 
1.81 

1.72 


71 

71 

75 

64 

78 


1.63 

1.68 

1.74 

1.69 

1.62 

1.62 

1.76 

1.72 

1.80 

1.79 

1.63 

1.71 

1.62 


* X (-10  A,)cgs 


Table  B.2  (Continued) 


260  KSI  Steel 


MS  21296  05019 


MS  21296 
MS  21296 
MS  21297 
MS  21297 
MS  21296 
MS  21297 
MS  21297 
MS  21296 
MS  21296 
MS  21296 
MS  21296 
MS  21296 
MS  21296 
MS  21296 
MS  21296 
MS  21297 
MS  21297 
MS  21297 


14056 
14054 
09  28 
A 12044 
12034 
10018 
7 17 

09026 

09027 

05  19 

06  16 
07048 
06016 
06026 
08013 
16072 


Mixed  Steel 


EWSB  930  5 
NAS  1005  12 
EWSB  930  7 

EWSB  930-6 
GD  Alloy 
4450-8 


6A1-4V-T1 


NAS  675  V16 
NAS  676  V21 
NAS  675  VI 7 
NAS  674  V29 
NAS  674  V38 
NAS  674  V36 
NAS  677  V18 
NAS  674  V24 
NAS  674  V32 
NAS  6407  21 
NAS  674  V28 
NAS  655  V20 
NAS  675  V23 
NAS  676  V20 
NAS  6406  L 12 
NAS  675  V 32 
NAS  677  VI 8 
NAS  674  V48 
12 


5.276 

5.196 

3.128 

4.415 

3.774 

2.609 

2.173 

2.947 

3.046 

2.031 

1.959 

4.059 

1.935 

2.536 

2.456 

6.687 


3.924 

1.581 

3.010 

1.916 

1,507 

1,968 


1.639 

2.087 

1.698 

2.375 

2.940 

2.806 

1.946 

2.054 


D 

8 

.310 

1.393 

.558 

1.868 

.871 

3.534 

.872 

3.450 

.562 

1.851 

.747 

2.833 

.747 

2.206 

.623 

1.404 

.436 

1.172 

.560 

1.835 

.560 

1.715 

.311 

1.443 

.372 

1.045 

.436 

3.114 

.374 

1.027 

.373 

1.653 

.497 

1.339 

1.002 

4.538 

D 

8 

.310 

3.357 

.311 

1.017 

.436 

2.354 

.497 

.934 

.372 

.930 

.862 

3.288 

.497 

1.184 

D 

8 

1.1 
1.4 
1.1 
1.8 
2.461 
2.312 
1.380 
1.566 


4.494 

3.348 

4.057 

3.96 

3.29 

3.79 

2.95 

2.254 

2.688 

3.277 

3.063 

4.640 

2.809 


THREADS  STRIPPED  AT  3100# 


2.002 

2.307 

1.784 

2.069 

2.028 

1.326 


BOLT  BROKE  AT  2500# 

1.950  

2.692 
3.765 


1.439 

1.796 

1.321 

1.504 

1.296 

.805 


.435 

1.192 

.246 

2.193 

,747 

2.444 

10.82 

3.270 

5.399 

1.879 

2.50 

3.81 

2.38 


3.64 

3.80 

3.62 

7.50 


9.883 

9.285 

3.160 

6.366 

3.300 

7.213 

4.248 

4.852 

3.475 

2.152 

2.74 

8.915 

3.27 


1.327 

1.292 


Tilt] 


.554 

.649 

.581 

1.295 

1.331 

1.538 

1.347 


79 

39 

96 


1.430 

1.307 

1.351 

.795 

1.365 

1.238 


1.215 

1.407 

1.266 

1.310 
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B.3  Stress  Relaxation  Phenomena 


Because  the  stress  distribution  in  fasteners  has  stress 
concentrations  near  the  head  and  nut  as  high  as  four  times 
the  average  stress,  one  can  expect  to  exceed  the  elastic  limit 
in  fasteners  and  therefore  find  inelastic  strain.  This  effect 
manifests  itself  as  a sort  of  relaxation  phenomena  and  has  been 
observed  during  the  calibration  phase  of  this  contract  as  well 
as  reported  by  others. 

Whenever  loads  are  applied  to  fasteners,  the  amplitude  of 
the  first  and  second  back  surface  reflections  are  reduced  and 
the  travel  time  through  the  fastener  is  also  reduced.  After 
several  minutes,  the  signal  amplitude  returns  to  near  the  zero 
load  amplitude  and  the  travel  time  increases  to  a near  constant 
value.  Figure  B.17  is  a composite  set  of  graphs  and  photo- 
graphs which  portray  this  effect. 

Since  fasteners  torqued  by  the  acousto-elastic  method  can 
be  torqued  within  a few  seconds,  stress  relaxation  does  not 
limit  accuracy.  It  is  observed,  however,  that  the  change  in 
travel  time  is  reduced  while  the  applied  load  remains  constant. 
Perhaps  the  non-uniform  distribution  parameters  a will  be  found 
later  to  depend  upon  the  load-carrying  history  of  a fastener. 
Such  a study  would  be  a logical  follow-on  to  this  program. 
Perhaps  one  would  find  that  a would  approach  .125  (See  Figure  B 
when  fasteners  become  work  hardened. 
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TMCSC  PHOTOGRAPHS  SHOW  HOW 
T HK  AMPLITUDE  OF  A PUt.SC  ECHO 
IS  RCOUCCO  IN  A STEEL  BOLT  *V 
THK  RAPID  APPLICATION  OF  5J0 
INCH  POUNDS  OF  TCRQOC  AFTER 
A FKW  MINUTES  THK  SIGNAL  AM 
PV.ITUOC3  RETURN  TO  NEAR  THK 
PRK'LOAO  LEVEL 


TIMC  A FTC  R LOAO  CHANGE  (MINUTtl) 


Fiflwt  B.17  Tima  0«{nnd**cy  d Tmioas  tod  Ultrasonic  Trtvtl 
Tkus  in  fntMtrs  After  Quick  load  Clungas. 
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APPENDIX  C 


PROPERTIES  OF  FASTENERS  CALIBRATED 


C.l  Threaded  Rod  Stock 

Six-inch-long  threaded-rod  stock  specimens  made  of 
aluminum, steel,  and  titanium  were  prepared  for  use  in  parametric 
calibration  measurements.  Rod  stock  diameters  of  1/4,  1/2,  3/8, 
5/8,  and  1 inch  were  included.  The  .17"  diameter  specimens  were 
destructively  tested  to  examine  their  physical  (Table  C-l)  and 
their  metallurgical  properties  (Figure  C-l). 


C.2  Fasteners 

Seventy-four  steel  and  twenty- two  titanium  fasteners  were 
selected  from  the  F-16  and  F-lll  stores.  Their  dimensions  are 
plotted  in  Figure  C-2.  It  was  found  that  no  aluminum  fasteners 
were  available  and  that  no  small  diameter  fasteners  were  available 
d.-i'c  were  five  or  six  inches  long  nor  were  there  any  short 
fasteners  having  large  diameters.  The  larger  fasteners  were 
generally  one  of  the  heat  treatments  of  steel  and  the  smaller 
fasteners  were  most  frequently  titanium.  Table  C-2  is  a summary 
of  the  recorded  properties  of  the  various  fasteners  calibrated 
(listed  in  Appendix  A). 


C.3  Fastener  Densities 

The  normal  distributions  showing  the  variation  in  density 
(gro/cnr)  of  the  fasteners  that  were  tested  (Figure  C-3)  shows 
that  densities  varied  by  less  than  one  percent. 

C.4  Sound  Velocities  in  Fasteners 

Since  sound  velocity  "c"  in  a metal  depends  upon  density  "a", 
Poisson's  ratio  'V,  and  Young's  modulus  "Y"  according  to: 


_ (1-v)  X 

C =Y(14v)  /l-2v)  <> 

the  variability  of  C should  be  indicative  of  the  variability  of 
elasticity  of  the  fasteners.  Normal  distribution  plots  of  the 
measured  velocities  of  sound  in  all  fasteners  in  the  unloaded 
condition  are  plotted  in  Figure  C-4.  These  data  show  that  the 
variation  in  C is  of  the  order  of  one  percent. 
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Table  C.l  Material  Data  Report  of  the 
Physical  Properties  of  the 
Rod  Stock  Tested 


0 TITANIUM 
• STEEL 


FASTENER  LENGTH  (inches) 
TENSION  FASTENER  TYPES 
USED  IN  AIRCRAFT  MANUFACTURING 


$ 

Figure  C.2  Graphical  Representati  m of  Steel  and  Titanium  Fasteners  Calibrated  in  this  Program 
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Table  C.2  properties  of 
Bolts  Selected  for  Prototype  Calibration 

Fastener  Designation:  MS  21297 

Type:  Bolt,  Tension,  Steel  220  KSI  Ftu  450°F 

External  Wrenching;  Spline  Drive,  Flanged  Head. 
Material:  Alloy  Steel  per  AMS  6487 

Heat  Treatment:  220  ksi  UTS 

Hardness:  Rc  46-50. 

Fastener  Designation:  NAS  1580 

Type:  Bolt  100°Flush  Head 

Material:  Alloy  Steel  Or  A286 

6 Al  - 4V  Titanium 

Heat  Treatment:  160,000  - 180,000  PSI  UTS  min.  - Alloy  Steel 

160,000  - 180,000  PSI  UTS  min.  A286 

160,000  - 180,000  PSI  UTS  min.  6A1-4V.  Ti 

Fastener  Designation:  NAS  1151  Thru  1158 

Type:  Screw,  Machine-Flat  100  Deg  Head 

Close  Tol,  Short  Thd,  Torq-Set 
Material:  Alloy  Steel  4140  per  Mil-S-5626 

Alloy  Steel  4340  per  Mil-S-5626 

Alloy  Steel  8740  per  MIL-S-6049 

Titanium:  6 A1-4V  designated  by  V code 

Heat  Treatment:  160,000-180,000  PSI  UTS  per  MIL-H-6875 

For  Alloy  Steel 

160,000  PSI  UTS  Min.  for  6 Al  -4V. 
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Table  C.2  (Continued) 


Fastener  Designation:  MS  21296 

Type:  Bolt,  Tension  Steel  260  Ksi  Ftu  450°F 

External  Wrenching,  Spline  Drive,  Flanged  Head 
Material:  Alloy  Steel  per  AMS  6487 

Heat  Treatment:  260  KSI  UTS 

Hardness:  Rc  51-54. 


Fastener  Designation:  HAS  6403-6420 

Type:  Bolt,  Hex  Head,  Close  Tolerance 

Materials:  6A1  -4V  Titanium  Alloy  per  AMS  4928 

4967 

Heat  Treatment:  160-180  ksi  ultimate  tensile 

95  ksi  ultimate  shear 


Fastener  Designation:  KA t'  4450 

Type:  Pin,  Crimp,  Protruding  Shear  Head 

Materials:  (1)  AlSl  8740  or  4340  Alloy  Steel 

and 

108  ksi  minimum  shear 

Heat  Treat 

(2)  K-ll  Alloy  Steel 

156  ksi  minimum  shear 


(3)  6A1-4V  Titanium 

95  ksi  minimum  shear 
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Table  C.2  (Continued) 


Fastener  Designation:  NAS  1578 

Type:  Bolt,  Flat  Pan  Head 

Materials:  Alloy  Steel  and  A-286  Cres. 

6 A1-4V  Titanium 

Heat  Treatment:  Alloy  Steel  160,000  - 180,000  PSI  UTS  min. 

A 286  Cres  160,000  - 180,000  PSI  UTS  min. 

6 A1  - 4V  Ti  160,000  - 180,000  PSI  UTS  min. 

Fastener  Designation:  NAS  673  Thru  678 

Type:  Bolt,  Close  Tolerance  - Hexagon 

Head,  Titanium,  .190  to  .500 
Material:  6A1  - 4V  Titanium 

Heat  Treatment:  Not  specified  (But  probably  in  the  160,000 

180,000  PSI  UTS  Range) 

Fastener  Designation:  NAS  6303-6320 

Type:  Bolt,  Hex  Head,  Close  Tolerance 

Material:  A-286  per  AMS  5731 

Heat  Treat:  160  KSI  ultimate  tensile 

95  KSI  ultimate  shear 

Fastener  Designation:  NAS  1303-1320 

Type:  Bolt,  Shear-Hexagon  Head 

Material:  Alloy  Steel  per  procurement  spec. 

Heat  Treat:  160-180  KSI,  ultimate  tensile  per  MIL-H-6875 


Rc.  36-40 
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Table  C.2  (Continued) 


Fastener  Designation:  NAS  6203-6220 

Type:  Bolt,  Hex  Head,  Close  Tolerance,  Alloy. 

Steel 

Materials:  Alloy  Steel  per  Procurement  Spec 

Heat  Treat:  160-180  KSI  ultimate  strength 

95  KSI  ultimate  shear 

Fastener  Designation:  NAS  1103  - 1120 

Type:  Bolt,  shear  - Hexagon  head  modified 

Material:  Alloy  steel  per  Procurement  Spec. 

Heat  Treat:  160-180  KSI  UTS  per  MIL-H-6875 


And  Heat  Treat: 


Fastener  Designation:  NAS  4452 

Type:  Pin,  Crimp,  100°  Flush  Shear  Head 

Materials  1)  A1S1  8740  or  4340  Alloy  Steel 

108  KSI  minimum  shear 

2)  H-ll  Alloy  Steel 
156  KSI  minimum  shear 

3)  6 A1-4V  Titanium 
95  KSI  minimum  shear 
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TableC.2  (continued) 

Fastener  Designation:  C7549 

Type:  Bolt,  Double  Hex  Head,  132  KSI  shear,  450°F 

Material:  5%  chrome  die  steel  alloy  per  AMS  6485 

Heat  Treat:  220  KSI  ultimate  tensile,  132  ultimate  shear 

Rc  46-50. 

Fastener  Designation:  NAS  1151-1158 

Type:  Screw,  machine-flat  100  deg.  head 

close  tol. 

Material:  Alloy  steel  per  MIL-H-6875 

and  Heat  160-180  KSI  ultimate  tensile 
Treat:  6A1-4V  Titanium 

160  KSI  ultimate  tensile 
Corrosion  resistant  steel 
160  KSI  ultimate  at  room  temp. 

Fastener  Designation:  C7984 

Type:  Bolt  100°  Flush  head,  torq-set  recess 

Material:  H-ll  alloy  steel  per  AMS-6487 

Heat  Treat:  220  KSI  min.  tensile 

132  KSI  min.  shear 


VARIATION  OF  MATERIAL  PROPERTIES 
(VELOCITY  OF  SOUND) 


% OP  MEASUREMENTS  SMAU.E  R THAN  STATED  SIZE 


Figure  C.4  Norms!  Distribution  Plots  of  tbo  Velocities  of  Sound 

Messured  in  Unloaded  Fasteners  Selected  for  Calibration. 


79,80 


APPENDIX  D 


TEMPERATURE  EFFECTS 


Studies  have  shown  that  AT  is  very  sensitive  to  temperature. 

An  experiment  was  performed  in  which  fasteners  were  placed  in  an 
oven  and  the  travel  time  was  measured  as  the  temperature  was 
raised  above  room  temperature.  It  was  observed  (Figure  D.l)  that 
large  changes  in  AT  followed  changes  in  temperature.  It  was 
determined  that  the  AT  due  to  the  thermal  expansion  of  fasteners 
was  only  .293  times  the  total  AT  measured.  The  remaining  .707 
AT  was  due  to  the  effects  of  the  higher-order  elastic  constants. 
This  1/3  due  to  expansion  and  2/3  due  to  elastic  constants  has 
already  been  observed  by  others  (ref.  4) . 

There  is  a possibility,  of  course,  that  some  relationship 
exists  between  temperature  effects  and  relaxation  phenomena. 

When  fasteners  are  torqued  very  quickly  there  is  no  evidence  that 
the  accuracy  in  measuring  fastener  preload  is  effected  by  either 
temperature  or  relaxation.  Special  studies  were  performed  to  detect 
temperature  effects  without  success. 

In  fact,  it  may  be  shown  later  that  tension  in  fasteners 
does  vary  with  temperature  and  that  what  is  being  measured  by  the 
acous to- elastic  effect  are  the  true  tension  changes  that  we  are 
interested  in  monitoring;  temperature  corrections  will  then  be 
needed  to  obtain  directly  related  strain  determinations. 
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APPENDIX  E 


FACTORS  EFFECTING  FREQUENCY  SPECTRA  OF  ECHOED  ULTRASOUND 


E.l  Surface  Roughness  Factors 

A 15-MHz  broadband  transducer  was  used  in  a study  of  the 
effects  of  surface  upon  the  shape  (especially  of  the  leading 
edge)  of  an  ultrasonic  pulse  echoing  normally  from  the  surface. 
This  is  an  important  study  since  the  timing  reference  point 
should  be  a common  reference  position  on  the  incident  (as  por- 
trayed by  the  echo  from  a smooth  surface)  and  other  beams 
echoing  from  rough  surfaces  (See  Figure  E.l).  System  accuracy 
will  be  severely  degraded  when  fasteners  have  rough  heads  or 
ends. 


E.2  Stress  Distribution  Factors 

It  was  observed  that  even  when  fastener  ends  are  relatively 
flat  and  smooth  the  shape  of  the  leading  edge  of  the  full  wave 
rectified  R.F.  changes  (Figures  E.2  and  E.3).  This  can  cause 
errors  in  AT  of  the  order  of  half  wave  length  in  fasteners 
unless  (1)  high-frequency  ultrasound  is  used  ( > 100  MHz)  (2) 
the  pulses  are  phase  shifted  by  90°  then  re-added  to  remove 
the  leading-edge  dips. 

Since  a phase-shift  adjustment  would  require  a different 
delay  line  for  each  transducer  frequency  the  less  attractive 
approach  of  using  real-time  pulse  integration  was  used  in  the  fast- 
ener preload  indicator  prototype  (See  Process  Specifications 
Report) . 
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Effects  of  Surface  Roufltwbj*  on  the  Shape  end  Frequency  Spectra  of  a 1 5 MHz  Broad  Band 
Ultrasonic  Pols* 
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